Abstract--In the course of treatment and diagnosis of transcranial magnetic stimulation (TMS), the target and non-target are stimulated simultaneously, which produces undesirable side effects. To reduce the risk of such side effects, it is essential to test the stimulation before the real treatment. This paper presents the structure of a magnetic field measurement system for TMS pre-testing. The 3D magnetic field measurement structure can use a 3D magnetic sensor to measure the value of electromagnetic field in some specific points of the brain model to reduce the risk that could be caused by directly measuring in human brain and effectively avoid the side effects of TMS.
I. INTRODUCTION
The TMS is a painless, non-invasive, green treatment and diagnosis technique [1] . The principle of TMS is that a stimulating coil with pulse current is placed over the head. Based on Biot-Savart law, a time-varying current pulse can produce a magnetic field. The time-varying magnetic field, in turn, induces an electric field in the human head according to Faraday's law. The induced electric field can cause depolarization or hyperpolarization of the cells. And then a series of physiological and biochemical reactions will be followed [2] , [3] . The magnetic stimulation is mainly used in the field of nerve medicine and rehabilitation medicine [4] , [5] . Clinical study of TMS showed that the technology may make the subjects feel unwell in the process of treatment and diagnosis [6] - [8] .
In order to avoid such side effects, it is desirable to check the field strength of stimulating spot before treatment. This paper presents the structure of a magnetic field measurement for TMS. The structure consists of three parts: a simplified brain model, three dimensional (3D) magnetic field measurement sensor (MFMS), and a 3D solenoid calibration-platform. The system uses a 3D array sensor to measure the magnetic field distribution of the simplified brain model in real time. According to the magnetic field distribution, the coil parameters (turns, shape and number) [9] , [10] , amplitude and magnitude of pulse current [11] , [12] and the relative position of the coil and the stimulating target [13] , [14] are adjusted in order to realize the optimal treatment effect. By this method, the pre-testing system effectively avoid the clinical risk.
II. DESIGN

A. Simplified Brain Model
A simplified brain model is one of the major parts of the 3D magnetic field measurement structure for TMS pre-testing [15] . The size of the adult skull model is about 19 cm × 15 cm × 21 cm and the shape of the brain is similar to an ellipsoid. So, the brain model can be simplified as an inscribed cuboid of ellipsoid with 14 cm × 9.5 cm × 7 cm size. Different brain regions have different dielectric parameters [16] , so it is necessary for the simplified brain model to be divided into multiple small cuboid regions. Due to the limitation of the sensor size, the simplified head model is finally divided into 88 small 2 cm × 2 cm × 1.5 cm cuboids as shown in Fig. 1 . A small cuboid structure has two functions. One is as a container injected different dielectric parameter solutions to replace different brain tissues, the other is placed a 3D MFMS as a container. The MFMS is isolated from the solution. When 88 3D MFMS are placed in 88 small cuboids, the 3D array MFMS structure is formed.
B. The 3D MFMS
The 3D MFMS is composed of three mutual orthogonal square coils. The three coils have the same number of turns and the different areas of cross-sections.
In order to wind the sensor coils, the 3D MFMS frame is designed as shown in Fig. 2 . The frame structure is obtained by digging a closed groove respectively around X, Y and Z axis in the center of the cube. The edge length of the cube is 5 mm and the dimensions of the three closed grooves are listed in Table I . The closed grooves are used for winding the 3D coils of sensor. The winding directions of the three coils follow the right-hand rule. The coils will be wound by the sequence of X, Y and Z axis. Thus, the cross-sectional areas of the X, Y, and Z axis coils gradually increase.
The diameter of the enameled wire is 0.05 mm. There is a difference in the turns of each coils during winding. The reason for this is that the size of the MSMF frame is too small, so the processing of coil winding may be limited. The coil in each closed grooves will been wound 2 layers, about 30 turns with one layer and about 60 turns in total. , and Xiaohui Luo the calibration of sensor coefficient purpose. The platform consists of six identical and independent solenoids. As shown in Fig. 3 , the single solenoid outer diameter is 50 cm and is wound 32 turns by enameled wire of 2 cm diameter. The six solenoids are divided into three groups by X, Y and Z axis. Each group of which is perpendicular to the two other groups, and the distance between the two solenoids in a group is 56 cm. Three dimension array magnetic field measurement sensor system are placed in the central area of the calibration platform.
C. The 3D Solenoid Calibration-platform
III. FUNDAMENTAL PRINCIPLE
The stimulating coils with pulsed current are placed over the simplified brain model during TMS pre-testing experiment. In the simplified model, 3D MFMS can induced EMF. According to Faraday's law, the sensor coefficient Kc which is the relationship of EMF e(t) and the rate of magnetic flux density change dB(t)/dt can be derived. The sensor coefficient Kc is a constant, and e(t) can be stored by data acquisition card. So, If the Kc has been previously calibrated, B(t) can be calculated.
To calibrate the coefficient constant Kc, the cosine current i(t) is passed in the solenoids, the e(t) of sensors can be measured and B(t) of every sensor point needs to be obtained beforehand. In order to obtain the known B(t), three dimension solenoid calibration-platform is needed to calibrate the solenoid coefficient Ks that is the relationship of the solenoid current I and magnetic flux density B at the points of 3D sensors center.
A. The Calibration Principle of 3D Solenoid Calibration-platform Coefficient
The basic unit of solenoid can be regarded as circular coil as shown in Fig. 4 . Based on the Biot-Savart law, the magnetic flux density at point P satisfies the following equation:
where B  = magnetic flux density vector, C = integral path, μ0 = free-space permeability, I = source current, R = distance between point P and current element Idl.
In the spherical (r, θ, β components) coordinate system, the equation of point P is   sin cos , sin sin ,
The parametric (φ) equation of the circular coil C is convenient to use the expression
According to Eq. (1) - (3), the magnetic flux density B of a circular coil C at point P can be written as 
Thus, we can get the relationship between B and I based on the Eq. (5). For any sensor position at point P, 
By Eq. (6), B can be measured by a Gauss meter, and the solenoid I is given by previously. So, the solenoid coefficient Ks can be calibrated.
B. The Calibration Principle of 3D Sensor Coefficient
Single 3D MFMS consists of three square multi-turn coils seen in Fig. 2 . Before experiment, check the position of the sensor and make the sensor coordinate system consist with the calibration-platform. Use X axis coil as an example for theoretical analysis.
The cosine form of the current
is passed through X axis solenoids of 3D solenoid calibration-platform, the value of magnetic flux density and induction EMF at sensor point P are 
Where Ks is calibrated solenoid coefficient according to Eq. (6). In Eq. (9) , N and S are the number of turns and cross-sectional area of X axis coil, respectively. For a particular coil on a particular sensor, N and S are fixed values. Make the sensor coefficient Kc = NS, and equation (9) 
Bp(t).
For any sensor position at point P, when three groups solenoids are into the cosine form of the current asynchronously, the induction EMF of the three coils are 
where epm is induction EMF of m axis coil at point P, and Kcm is the coil coefficient of m axis. 
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IV. EXPERIMENT TESTING
A. The Experiment of 3D Solenoid Calibrationplatform Calibration
The experimental equipments for the 3D solenoid coefficients calibration include 3D solenoid calibrationplatform, signal generator, power amplifier, 3D Gauss meter and digital multimeter. The 3D Gauss meter is Model 931 digital high precision instrument which accuracy is 0.01% and resolution is 0.00001mT. The digital multimeter is DM3068 that is a 6 1/2 bit double display digital multimeter and the DC current measuring range from -10.5A to 10.5A. The whole threedimensional magnetic field calibration system is shown in Fig. 5 .
The experimental steps are as follows:
Step one, fix the four-layer support at the center of the 3D solenoid calibration-platform.
Step two, put the probe of 3D Gauss meter at the sensor position P1(x = 10 mm, y = 40 mm, z = -4.44 mm in global coordinate) and check the local coordinate of Gauss meter is consistent with the global coordinate of the 3D solenoid calibration-platform.
Step three, pass the known DC current through the X axis solenoids of the calibration-platform. The DC current range is 0 -6 A and the increasing step is 0.5A each time. Record the readings of mulitmeter Ix and the Gauss meter Bx. According to Eq. (6), the coefficient Ksx of the solenoid magnetic field and current at the sensor point P1 can be calibrated.
Step four, pass DC current through the Y and Z axis solenoids. Repeat step three, the coefficient Ksy and Ksz are also calibrated.
Final step, put the probe of Gauss meter at others 3D array sensor positions. Repeat step two to four, the solenoid coefficients at the entire 3D array sensor points are calibrated.
Based on the above experimental steps, the recording values of magnetic field and current at the sensor point P1 are shown in Table II . And the calibrated solenoid coefficient Ks at point P1 is shown in Fig. 6 .
In the point P1, the theoretical coefficient matrix 
The relative error matrix is
The error is mainly caused by follow three aspects. One is winding error because the 3D solenoid is not an absolute tightly winding. Two is fixed error. The relative position of the X, Y and Z axis solenoids exist difference with the position relationship of shown in Fig. 3 . Three is instrumental measurement error and other artificial errors.
Each element of the relative error matrix er(Ks * ) is less than 1% which is permitted range. Calibrate solenoid coefficients at the other 3D sensor points, the same error conclusion can be drawn.
The results of er(Ks * ) indicate that the calibrated solenoid coefficient matrix [Ks * ] can be used for the later calibration of the 3D sensor coils coefficients matrix [Kc] .
B. The Experiment of 3D Sensor Calibration
The experimental equipments for the 3D array sensor coefficients calibration include 3D solenoid calibrationplatform, the simplified brain model, signal generator, power amplifier, digital multimeter and data acquisition card.
Step one, fix the simplified brain model at the center of Step two, make the data acquisition card connect to both ends of the X axis coil for getting inducted EMF purpose.
Step three, pass the known frequency and amplitude cosine current ix(t) through the X axis solenoids. Record the RMS readings of mulitmeter Ix and the acquisition card Ex. According to Eq. (6) and the calibrated coefficient Ksx beforehand, Bx can be calculated. Based on Eq. (11), the X axis coil coefficient Kcx can be calibrated.
Step four, pass iy(t) an iz(t) through the Y and Z axis solenoids. Make the acquisition card connect with the corresponding axis coil. Repeat step three, the coefficient Kcy of Kcz are also calibrated.
Final step, let the acquisition card connect with the others 3D array sensor coils. Repeat step two to four, the coil coefficients of the entire 3D array sensor are calibrated.
Based on the above experimental steps, the RMS recording values of solenoid current and coil inducted EMF at the sensor point P1 are shown in Table III . The calibration coils coefficient Ks is shown in Fig. 7 .
From the Fig. 7 , the conclusion can be drawn that the inducted EMF of P1 sensor coils is linear relationship with magnetic flux density.
The sensor at P1 point as shown in the right side of 
The relative error of the 3D sensor coil coefficients between theoretical and calibrated value can be calculated similarly 3D solenoid coefficients. The relative error matrix is
The error is mainly caused by follow three aspects. One is winding error because the 3D sensor coils are not an absolute tightly winding. Two is instrumental measurement error and other artificial errors. Three is accumulated error. The solenoid calibration coefficients are used in later magnetic flux density calculations according to Eq. (11) and Eq. (6) .
Each element of the relative error matrix er(Kc * ) is less than 1% which is permitted range. Calibrate coil coefficients of the other 3D sensors, the same error conclusion can be drawn. The results of er(Kc * ) indicate that the calibrated 3D sensor coil coefficient matrix [Kc * ] can be used for the later TMS pre-testing experiment.
Finally, the 88 × 3 coil coefficients KC of the 3D array sensor have been calibrated, so the magnetic field strength B of any sensor point can be calculated by Eq. (12) and Eq. (13).
V. CONCLUSION
In this paper, a new simplified brain model has been presented and a new 3D array MFMS structure and 3D solenoid calibration-platform have been designed. Firstly, calibrated the solenoid coefficient of the calibrationplatform. And then calibrated the sensor coil coefficients of the 3D array MFMS. The errors of calibrated coefficients is within the allowable range of engineering errors. This result shows that the system satisfy the requirement of the design accuracy. Using the calibrated 3D array MFMS can obtain the magnetic field distribution in the simplified brain model while place a stimulated coil with pulse current over the model. By this reverse engineering, the 3D magnetic field measurement system has achieved the object of magnetic field measurement for TMS pre-testing. That reduces the risk of clinical surgery for TMS in some degree.
